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UCI Pump Box
placed under bench
(65 cm deep, 70 cm wide,
45 cm tall. Box must not be 
obstructed in  front or left)
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UCI Tank rack.
Space for 4 UCI tanks 
(120 cm tall x 20 cm diam)
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UCI Purge air generator.
(82 cm deep, 46 cm wide,
79 cm tall, 25 cm clearance
needed on all sides)
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UCI Rack has a pair of
60 cm wide doors in both front
and back, all hinged on
right.  AC and bench must
not obstruct.

Notes:
All dimensions in m unless
otherwise noted
UCI rack, pump box provided
by UCI.
UNC rack provided by UNC.
Please build (3)  benchs for UNH,
ASRC and general use.
Please include eyebolts/chains 
to secure tanks.


